Quantitative enzyme immunoassay for human granulocyte colony stimulating factor (G-CSF).
Human granulocyte colony stimulating factor (G-CSF) was detected at the pM level by a simple sequential sandwich enzyme immunoassay. The polyclonal antiserum obtained by immunizing rabbits with recombinant G-CSF did not recognize other colony stimulating factors. The EIA developed gave satisfactory reproducibility as judged by an intra-assay precision of 4.3-6.2% and an interassay precision of 6.2-9.0%. Results from this assay procedure correlated well with those of a bioassay. The method could be performed within 6 h.